Non-invasive method of measuring resonant frequency of a human tibia in vivo. Part 1.
We describe a method for measuring resonant frequency of a human tibia in vivo. Although the main reason for this measurement is the assessment of a fractured tibia, we emphasize the special instrumentation required; in particular the novel techniques which are used to overcome the difficulty of obtaining results through skin and soft tissue.